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Gomplete this teportin dupicate ab the time of the reqular monthly praventive maintananco check, and whenover instrument is
repinred. Send one copy to Department of Health and Senior Servicas, and rotain ona copy in.department filo.
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spaclalty gases

ISONEC 17025:2003 Accredited Laboratory

Certificate of Analysis

Certificate 1D: RE6G6

Part #: BAClo5L080T
Cylinder Size: 1050

Lot Number: 34015080A2
Expiration: 1/5/2018

0.080 BAC (For the catibration of Instruments used to datermine breath alcohol concentration)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Component: Concentration: Accuracy: Method:
Echanot 208 ppm +}-0.002 00 2% NDIR
Nmﬂogeg Balance BAL whichever

13 groater

*NIST Standard Reference Marernl
Cyhinder No CC14290/ job No 09160202 Store in dry area, away from sources of heat, ignition

Cerufied 212.8 ymelfmol Ethanol in Nitrogen and di i
e s G el L rect snun ight. Do not allow storage area to
axceed 52 °C (125 °F\,
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Owensboro, KY 42303
Phone 866-835-0690
www.alcoholtest.com




STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVIGES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE I

CHRISTOPHER SHONK

is hareby authorized to inslruct and supervise operalors, frain i i i ; '
] I a f) L] » '
and operate the following breath analyzar(s): p rain inslructars, insped, calibrate, perlorm lield service and repairs

INTOX DMT, INTOXILYZER 8000, ALCO-SENSOR IV W/PRINTER

for the determination of the alceholic content of blcod from a sam irad ai i isi
pla ol expired air. Permit issusd urder the provisiens of seclions
§77.020 through 577.041, RSMo and 306,111 through 306.119 RSMo. P P
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